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Summary: An ion-chromatographic system was used for the simultaneous determination of urinary phosphate
and sulphate. This method was compared with conventional methods (colorimetric, turbidimetric) with regard
to practicability and reliability. All methods showed good precision and accuracy. The comparative analysis
of phosphate in 80 samples revealed that both methods lead to identical results. However, in case of sulphate
a significant difference of about 8% was found between the two methods. Overestimation of the analyte
concentration by the turbidimetric method might be responsible for this difference. From the point of view
of economy, routine analysis of urinary phosphate and sulphate by ion-chromatography is acceptable only if
automated systems are used.
Introduction
Research laboratories studying urolithiasis often de-
termine the concentration of urinary phosphate and
sulphate. The importance of determining phosphate
seems to be evident, as phosphate is a frequent com-
ponent of urinary concrements. Furthermore the in-
hibitory effect of orthophosphate on calcium uroli-
thiasis has often been discussed. The significance of
sulphate for the lithogenesis is hardly known and
requires further attention. The few studies on the renal
excretion of sulphate in stone patients and normals
have produced different results (1 — 3). A slight, po-
sitive effect of sulphate on the relative supersaturation
of urine with calcium oxalate (sulphate forms soluble
complexes with calcium) can be derived from Finlay-
son's calculations (4).
This work was undertaken to determine the extent to
which modern ion-chromatography is of use for the
quantitative analysis of urinary phosphate and sul-
phate. This question is particularly relevant, as ion-
chromatography is now established as a reliable
method for the determination of oxalic acid, the most
important lithogenous substance of human urine.
Many laboratories therefore already have the neces-
sary equipment. The new method was compared with
well-known conventional methods with respect to re-
liability and practicability.
Ion-chromatography
We used a Chromatographie system which is used in
this and other laboratories for oxalate analysis (5, 6).
It consists of a system 2000i (No. 35200, Dionex
Deutschland GmbH, D-6108 Weiterstadt, FRG) with
an MPICE-NG1 precolumn (No. 35320), an HPIC-
AS4 ion-exchange separator column (No. 35311) and
an AFS suppressor column (No. 35350). An inline-·
filter unit (No. 35331) was installed between the in-
jection valve and the precolumn. The standard eluent
(Dionex system) for anion separation was used as the
mobile phase, i. e. a carbonate buffer containing 2.25
mmol/1 NaHCO3 and 2.80 mmol/1 Na2CO3. The flow
rate was 2.0 ml/min. The regenerant was 12.5 mmol/1
H2SO4 with a flow rate of 2.5 ml/min. The conduc-
tivity detector was set to 10 8 full scale. Peak areas
were calculated by an integrator (CI-10, LDC-Milton
Roy Deutschland GmbH, D-6467 Hasselroth, FRG).
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Five aqueous standards (5 — 40 mmol/1) containing
sodium phosphate (NaH2PO4 · 2H2O) and sodium
sulphate (Na2SO4) were used for calibration and pre-
pared freshly. For the preparation of the samples,
1 ml of urine or standard was diluted with 1 ml of 0.5
mol/1 HC1, then after one hour demineralized water
was added to give a volume of 200 ml. This solution
(50 μΐ) was injected.
Photometric methods
As comparative methods we used the phosphomolyb-
date method (Merckotest No. 3331, E. Merck, D-
6100 Darmstadt, FRG) to determine phosphate and
the turbidimetric barium sulphate method (Berglund
& S rbo, (7)) to determine sulphate.
Studies of method control
Within-run imprecision was estimated by analysing 3
urinary samples of the lower, middle and upper range
of concentration 20 times each. Total imprecision was
calculated by analysing 3 urinary samples in duplicate
(a, b) on ten successive working days, the coefficient
of variation being calculated from the b-values. To
rate the absolute accuracy of our methods 20 random
urinary samples were spiked with 6 mmol/1 of phos-
phate and sulphate. Both basic and spiked samples
were analysed four times, and the mean concentra-
tions were used to calculate the percentage of recov-
ery. The determination of 80 different urinary samples
should also provide a basis for comparison of the
accuracies of the methods.
Results and Discussion
A typical chromatogram is shown in figure 1. Phos-
phate and sulphate are well separated from other
urinary components and we did not observe any in-
terference from other organic or inorganic com-
pounds throughout this study. The retention time is
about 3 minutes for phosphate and 7.2 minutes for
sulphate. It is slightly reduced when the working
period of the column increases, probably because
active sites of the separator column are blocked by
irreversibly adsorbed components of the samples.
However, as the samples are very dilute, the contam-
ination of the column is a rather slow process. The
column we used did not show any decrease in Chro-
matographie efficiency after the analysis of 2700 sam-
ples, which does not support the view of Pel & Von-
derschmitt (8), that the main disadvantage of ion-
chromatography is the rapid deterioration of the col-






Fig. 1. Simultaneous Chromatographie determination of uri-
nary phosphate and sulphate; 15 mmol/1 each, before
dilution.
exchanged after every 500 samples, contributed to
this result. The use of the inline-filter turned out to
be very useful, as we did not need to clear each sample
and could dispense with expensive disposable mem-
brane filter units. Despite the fact that samples were
not cleared prior to analysis, blockage of the injection
system did not occur.
The colorimetric or turbidimetric as well as the ion-
chromatographic method for the determination of
phosphate and sulphate revealed a linear relationship
between detector response and concentration of the
analytes in the relevant range from 5 to 40 mmol/1.
In the Chromatographie method acidification of the
sample did not affect the peak of phosphate. Thus,
the hydrochloric acid, resulting from the suppressor
reaction, did not influence the dissociation of the
phosphoric acid in the concentrations used.
In the determination of phosphate, the within-run
imprecision was between 2.0 and 2.7% for the ion-
chromatographic method (1C) and between 0.9 and
3.1% for the colorimetric method. The values for
sulphate were between 2.2 and 3.1% (1C) or 0.6 and
3.9% (turbidimetry). The total imprecision for phos-
phate was between 1.6 and 4.8% (1C) and between
2.2 and 4.4% (colorimetry). For sulphate the corre-
sponding values were between 1.7 and 4.9% (1C) and
between 2.2 and 7.3% (turbidimetry) (tab. 1).
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Tab. 1. Quality control data of different methods for the determination of urinary phosphate and sulphate.
Within-run imprecision, CV (%)




















The mean recovery was 100.1% (IC)/99.0% (colori-
metry) for phosphate and 100.3% (IC)/104.4% (tur-
bidimetry) for sulphate (tab. 1).
The results of 80 determinations of phosphate with
both methods are shown in figure 2. The evaluation
according to Passing & Bablok (9) revealed that sta-
tistically both methods lead to identical results. For
sulphate (fig. 3), however, the two methods gave
different results, since the intercept of the regression
line was significantly different from 0. On average,
the values of the Chromatographie method were about
8.2% lower than those of the turbidimetric method.
We think that this difference might be explained by
an overestimation of the sulphate concentration by
the turbidimetric method. Neither the phosphate con-
centration nor the occurrence of proteinuria seem to
be responsible for this overgstimation. The coefficient
of correlation between the differences of the sulphate
concentrations and the corresponding concentration
of phosphate was only 0.25. Thus, only 5% of the
variance could be explained by the variance of the
phosphate concentration. Furthermore, proteinuria
was not present in any of the urine samples.
It seems more likely that an unspecific light absorp-
tion by urinary pigments is responsible for the differ-
ence we discovered. If — contrary to the protocol of
Berglund & S rbo — a sample blank was used, the
measured sulphate concentration dropped signifi-
cantly by about 5% (data not shown). This, as well
as the mean recovery rates of both methods, seems
to indicate that ion-chromatography leads to more
accurate results. To what extent, however, a difference
of less than 10% between the two methods will be
regarded as important depends both on the demands
of the analyst and the clinical validity of the param-
eter.
All methods mentioned here are easy to perform.
Using the colorimetric (phosphate) or the turbidi-
metric (sulphate) method it is possible to analyse
phosphate and sulphate in a hundred samples per
technician per day. By ion-chromatography 40 sam-
ples can be analysed per day; a constant presence of
attendants is also necessary. With regard to labour
costs, ion-chromatography is therefore 2.5 times more
expensive than the conventional methods. As far as
costs of material are concerned, the photometric
methods are also cheaper than the ion-chromato-
graphic method. However, all these calculations con-
cerning the economy of the Chromatographie method
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Fig. 2. Comparative determinations of phosphate: Chromato-
graphie method versus colorimetric method. Function
y = χ (dotted) and regression line (y = 1.024x — 0.395).
n = 80
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Fig. 3. Comparative determinations of sulphate: Chromato-
graphie method versus turbidimetric method. Function
y = χ (dotted) and regression line (y = 0.985x - 0.993).
n = 80
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Conclusion
Our results lead to the following conclusion: the ion-
chromatographic method allows the simultaneous de-
termination of urinary phosphate and sulphate and
leads to precise and accurate results. For economical
reasons, however, it seems only to be useful for the
laboratory routine when fully automated systems (au-
tosampler, computer-aided data analysis) are applied.
The simultaneous determination of urinary oxalic acid
is then also possible.
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